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ABSTRACT
Background: The study aim was to compare the effec-
tiveness of virtual reality and computer-enhanced video-
scopic training devices for training novice surgeons in
complex laparoscopic skills.
Methods: Third-year medical students received instruction
on laparoscopic intracorporeal suturing and knot tying and
then underwent a pretraining assessment of the task using a
live porcine model. Students were then randomized to ob-
jectives-based training on either the virtual reality (n8) or
computer-enhanced (n8) training devices for 4 weeks,
after which the assessment was repeated.
Results: Posttraining performance had improved com-
pared with pretraining performance in both task comple-
tion rate (94% versus 18%; P0.001*) and time [18158
(SD) versus 29224*]. Performance of the 2 groups was
comparable before and after training. Of the subjects, 88%
thought that haptic cues were important in simulators.
Both groups agreed that their respective training systems
were effective teaching tools, but computer-enhanced de-
vice trainees were more likely to rate their training as
representative of reality (P0.01).
Conclusions: Training on virtual reality and computer-en-
hanced devices had equivalent effects on skills improvement
in novices. Despite the perception that haptic feedback is
important in laparoscopic simulation training, its absence in
the virtual reality device did not impede acquisition of skill.
Key Words: Surgical education, Laparoscopic skills, Sim-
ulation training, Virtual reality.
INTRODUCTION
The advent of simulation training of minimally invasive
surgical skills has created significant opportunities for
ongoing development of innovative training methods.
Several recent investigations have shown that the use of
computer-driven simulation training devices results in
transfer of skills into the operating room environment,1–4
and mandatory application of simulation methods has
been forwarded as a means of improving surgical results
and patient safety.5 A growing number of laparoscopic
simulation training platforms and generally limited insti-
tutional resources have created difficulties for educators
faced with the prospect of introducing these training
methods into their programs.6 Ideally, the decision to
procure a specific device ought to be based on the antic-
ipated effectiveness in the specific application for which it
will be used.
A wide variety of laparoscopic simulators is now avail-
able, and they can be broadly classified into video-
scopic and computer-driven laparoscopic simulation
platforms, which are further divided into virtual reality
(VR) and computer-enhanced videoscopic (CE) trainers.
These trainers primarily differ in their user interface and
ability to provide reliable performance measurements.
Videoscopic trainers allow manipulation of actual physical
objects and require manual data collection. In contrast, VR
trainers utilize a virtual environment and provide com-
puter automated performance metrics. CE trainers attempt
to bridge the gap between videoscopic and VR systems,
their user interface is similar to the former, but they pro-
vide computer-generated performance metrics like VR
trainers do.7 Despite these fundamental differences, their
intended purpose is the same: To provide assessment and
training in specific skills based on sophisticated perfor-
mance measurement capabilities that would not be avail-
able without the use of desktop computing. Effective
performance measurement is the basis for establishment
of performance objectives and for proficiency-based train-
ing, which is emerging as the educational model of choice
in skills training.8
In the present study, we examined training effectiveness
of examples of the 2 classifications of computer-driven
laparoscopic skills trainers using proficiency-based train-
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SCIENTIFIC PAPERing models with the specific aims of1 demonstrating that
novice surgical trainees can acquire complex laparoscopic
skills using fundamentally different simulation systems
and2 to demonstrate that the use of performance objec-
tives established by a homogeneous group of more ad-
vanced trainees will result in similar levels of skills im-
provement with the 2 systems.
METHODS
Study participants were 16 Tufts University School of Med-
icine third-year medical students on their General Surgery
and Obstetrics and Gynecology clerkships at Baystate
Medical Center. The study was exempted from full review
by our Institutional Review Board, and informed consent
was not required for enrollment. The general study design
called for students to undergo a pretraining assessment in
laparoscopic intracorporeal suturing and knot tying. Par-
ticipants were then randomized to train to perform this
task using either a VR (n8) or CE (n8) simulator. At the
end of the 4-week clerkship, a posttraining assessment
identical to the pretraining assessment was conducted,
and students had to complete an end of study survey
characterizing qualitative aspects of their training experi-
ence.
Pre- and Posttraining Assessments
The pre- and posttraining assessments consisted of per-
formance of a laparoscopic suturing and intracorporeal
knot tying task in a live anesthetized porcine model (25kg
to 30kg, Yorkshire pig sedated with intramuscular ket-
amine 100mg/kg and xylazine 10mg/kg and maintained
under general anesthesia using endotracheal isoflurane)
under a specific protocol approved by the Institutional
Animal Care and Use Committee. Immediately before
both assessments, all participants received standardized
didactic instruction explaining task performance as de-
scribed in the SAGES Fundamentals of Laparoscopic Sur-
gery (FLS) course, and viewed the FLS video demonstra-
tion of a suturing and knot tying sequence. This was
followed by a brief quiz to assess their understanding of
the task and associated errors. In the operating room, each
student was given 5 minutes (min) to perform the task,
which was video-recorded for subsequent analysis. The
specific task consisted of approximation of 2 loops of
small intestine using standard instrumentation and lapa-
roscopic port placement. This was accomplished with 2–0
silk suture and SH needle (Ethicon) with an initial sur-
geon’s knot and then 2 subsequent square throws. The
animal was euthanized after the assessments were com-
pleted. Although general instructions were provided, no
mentoring or feedback was given during student perfor-
mance of any task.
Simulation Training
VR simulation training was conducted using MIST-Suture
software (SimSurgery, AS, Oslo, Norway). “Interrupted
Suture” task was run on a MIST-VR simulator (Mentice AB,
Go ¨teborg, Sweden) with an Immersion Virtual Laparo-
scopic Interface (Immersion Medical, Gaithersburg, MD)
(Figure 1). Performance metrics consisted of a composite
score for time and errors.
CE training was accomplished using a ProMIS simulator
(Haptica Ltd., Dublin, Ireland) (Figure 2), and a custom
model of 2 adjacent 1-inch Penrose drains that permitted
the intracorporeal suturing and knot tying task to be
Figure 1. MIST-VR simulator (Mentice AB, Go ¨teborg, Sweden)
with Immersion Virtual Laparoscopic Interface (Immersion Med-
ical, Gaithersburg, MD) (A). This device was set up to run
MIST-Suture software (SimSurgery, AS, Oslo, Norway) on the
“Interrupted Suture” task (B).
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used for the operating room assessments. This simulator
consists of a torso model containing optical motion sen-
sors to detect instrument movement characteristics. Per-
formance metrics consisted of time, instrument path
length, and smoothness of motion.
To facilitate distributed learning of the task, students were
scheduled for 8 one-hour mentored training sessions over
the 4-week rotation, but were permitted to have additional
training under the same conditions. VR and CE training
was mentored by either the full-time skills lab training
technician or a surgeon researcher, both of whom were
experts in performing the task. The training objectives for
each system were based on the performance scores of 2
fourth- and 2 fifth-year general surgery residents. For the
purposes of this study, proficiency was defined as
achievement of performance scores within one standard
deviation (SD) of the predefined objectives on 3 consec-
utive task iterations.
End-of-Study Survey
After the posttraining assessment, students completed a
survey soliciting demographic information and prior lapa-
roscopic experience (description of specific activities dur-
ing cases). Qualitative impressions of the importance of
simulation training, the importance of haptic cues in sim-
ulators, and the educational value of the specific training
system used, were surveyed with responses given on a
3-point scale of “very effective,” “effective,” or “not effec-
tive.”
Video Analysis
The pre- and posttraining assessment videos were re-
viewed by 2 independent surgeon raters, blinded to stu-
dent identity and training status, using a performance
assessment tool previously validated at our institution.9
For the purposes of this analysis, the task was divided into
2 phases. In the “Suturing Phase,” the needle was brought
to a functional position, driven through the 2 loops of
bowel, and then secured after the suture was pulled
through the tissue to the appropriate length to permit knot
tying. The “Knot-tying Phase” was defined as the perfor-
mance of a surgeon’s knot and then 2 successive square
simple throws to complete a square knot. Video rating
consisted of quantifying discreet events during each phase
that pertained to efficiency, expert-defined correct behav-
iors, and specific errors to produce a summative perfor-
mance score.
Statistical Analysis
Data are expressed as means with 95% confidence inter-
vals (CI). Comparisons between groups were conducted
by Mann Whitney U test and comparisons within groups
before and after training by Wilcoxon matched pairs test.
Comparisons of achievement of proficiency, task comple-
tion rates, and questionnaire data were by Fisher’s exact
test. The Mann Whitney U test was performed using Epi
Info software (Version 3.3.2, Centers for Disease Control,
Atlanta, GA), and Wilcoxon matched pairs test and Fisher
exact test were performed using GraphPad Instat software
(San Diego, CA). Statistical significance was taken at a
P0.05.
RESULTS
The average age of the participants was 261 years, and
the sex distribution was 63% (n10) male and 37% (n6)
female. The participants had minimal prior laparoscopic
experience, ranging from no experience to holding the
camera.
Training Sessions
Performance curves for the VR and the CE-trained groups
had a classic appearance of early, rapid improvement,
followed by a more gradual pattern of incremental im-
provement (Figure 3). There were no significant differ-
ences in the proportion of students who reached profi-
Figure 2. The ProMIS computer-enhanced simulator (Haptica
Ltd., Dublin, Ireland) (A). This device was set up for users to
approximate 2 segments of Penrose drain with an interrupted
suture (B).
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compliance for scheduled training sessions (VR 73%; CE
67%) (Table 1). The sum of total recorded task time was
comparable between groups [VR 115 min (range, 61 to
169); CE 111 min85–136;P 0.05]. However, the total num-
ber of iterations completed by the VR-trained students was
significantly lower compared with that of CE-trained stu-
dents [VR 178–26;C E3 8 30–45;P 0.05], because the time
taken to complete one iteration on the VR trainer was
longer than that on the CE trainer (VR 92 min; CE 31
min). Time taken to reach the predefined proficiency level
was significantly shorter in the VR group compared with
that in the CE group [VR 43 min (range, 28 to 59); CE 75
min (range, 45 to 104); P0.05).
Table 1.
Virtual Reality (VR) versus Computer Enhanced Videoscopic (CE) Training Group: Training Session Characteristics*
VR Training Group CE Training Group P Value
Reached Proficiency (%) 75 (n  6) 88 (n  7) 0.5000
Attendance (%) 73 [56–90] 67 [57–77] 0.3337
Total Task Time (min) 115 [61–169] 111 [85–136] 0.5286
Total Iterations 17 [8–26] 38 [30–45] 0.0063
Time to Proficiency (min) 43 [28–59] 75 [45–104] 0.0455
*Data expressed as mean [95% CI].
Figure 3. Performance curves for trainees on both virtual reality and computer-enhanced devices had a classic appearance of early,
rapid improvement, followed by a more gradual pattern of incremental improvement. Virtual reality device: MIST-VR (A); Computer-
enhanced device: ProMIS (B, C, D).
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The interrater reliability for video analysis of pre- and
posttraining performance was 0.88. The overall task com-
pletion rate was significantly higher posttraining for both
the VR-trained and CE-trained groups (P0.01) (Table 2).
The time to task completion decreased on the posttraining
assessment (P0.01) for both the VR (P0.05) and CE
(P0.01) groups. It must be noted that time to task com-
pletion did not represent a true value, reflecting comple-
tion of the task in all students because the longest possible
figure for task time capped at the 300 second limit. This
resulted in a larger effect on the pretraining assessment,
where 13 of 16 students did not complete the task. Despite
this limitation, the decrease in mean time after training
was highly significant. Suturing phase time and video
analysis score were also compared because all students
completed this phase on both pre- and posttraining as-
sessments. A significant improvement was demonstrated
for both measures in the VR-trained group but not in the
CE-trained group. Comparison of pre- and posttraining
total video analysis scores was not feasible due to the very
low task completion rate on pretraining assessment (3 of
16 participants). No significant differences were noted
between groups on the pretraining assessment with the
exception of the suturing phase score, which was higher
in the CE group. The 2 groups did not differ in their
posttraining assessment time or total video analysis score.
End-of-Study Survey
Survey responses indicated that students had minimal
exposure to laparoscopic surgery, ranging from no expe-
rience to watching cases and holding the camera. Students
generally felt that haptic feedback was important during
training on simulators, and that the use of the 2 platforms
was effective in increasing their skill levels, without any
significant differences in the frequency of “effective” and
“very effective” responses between the 2 groups (Table
3). However, all students in the CE group felt that their
system simulated reality effectively, compared with only
38% in the VR group, a difference that was statistically
significant.
DISCUSSION
Based on results from previous studies,1–4 we assumed
that laparoscopic skills in novices would improve with
objectives-based training and did not include an untrained
control arm in the study design. This reflects our belief
that properly implemented training on simulator systems
with demonstrated face and construct validity will result in
Table 2.
Title: Virtual Reality (VR) versus Computer Enhanced Videoscopic (CE) Training Group Performance
VR Training Group CE Training Group P Value*
Pre-Training
Task Completion Rate (%) 13 (n  1) 25 (n  2) 0.5351
Task Completion Time (seconds) 291 [271–311]† 293 [279–306]† 0.6440
Total Task Score NA NA -
Suturing Phase Time (seconds) 150 [97–203] 102 [84–121] 0.1415
Suturing Phase Score 18 [14–22] 13 [10–15] 0.0401
Post-Training
Task Completion Rate (%) 88 (n  7)‡ 100 (n  8)‡ 0.3173
Task Completion Time (seconds) 206 [165–248]§ 156 [124–188]§ 0.2076
Total Task Score 14 [13–15] 17 [15–19] 0.0711
Suturing Phase Time (seconds) 63 [47–78]§ 70 [49–91] 0.8335
Suturing Phase Score 9 [8–10]§ 12 [10–15] 0.0508
*P value, VR vs CE training groups, Mann Whitney U test.
†Upper confidence interval is an artificial construct as task completion time is capped at 300 s.
‡P  0.05 versus Pre-Training, Fisher’s exact test.
§P  0.05 versus Pre-Training, Wilcoxon test for matched pairs. Data expressed as mean [95% CI].
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performance relative to totally untrained individuals does
not have to be pursued in every circumstance. The re-
peated measures model utilizing each subject as his or her
own control was selected instead, permitting us to address
the study aim with an appropriate number of subjects.
Medical students with minimal prior laparoscopic experi-
ence achieved a training benefit within the framework of
a 4-week clerkship. Survey results indicate that over the
course of their rotations, activities during laparoscopic
teaching cases contributed minimally to the observed im-
provement in skills.
Although there were no significant differences in either
the magnitude of skills improvement achieved with train-
ing on the VR system versus the CE system, or in the
absolute levels of measured skills at the end of training,
the study may not have been sufficiently statistically pow-
ered to detect small differences in the magnitude of skills
transfer. Despite this, the skills transfer effects of simula-
tion training to operative performance, can be described
as comparable. Although pretraining skills were otherwise
homogeneous in the 2 groups, a slightly higher CE-trained
group pretraining suture phase scoring was observed.
This is likely due to a sampling phenomenon with a fairly
small experimental group size. The proficiency targets
proved to be achievable for the majority of students, and
the fact that 3 students did not achieve these objectives did
not hinder demonstration of skills transfer. Because train-
ing was conducted on platforms that used different per-
formance metrics (time and error composite scores on the
VR trainer, and time, path length, and smoothness on the
CE trainer), it is difficult to compare some of the training
results. Students in the VR training group took less time to
reach the designated proficiency targets compared with
the CE training group. However, we cannot conclude that
the VR system facilitates faster learning because we did
not stop training on either system when the proficiency
targets were reached, and some students did additional
task iterations after achieving proficiency levels. In addi-
tion, as stated above, 3 of the students did not achieve
proficiency levels. Performance objectives were based on
historical performance of PGY 4 and 5 residents, with
objectives for VR established 1 year before CE objectives.
It is possible that uneven skill levels between disparate
groups of residents may have confounded the simulator
performance data on which the objectives were based,
and also contributed to the differing times to achieve
proficiency targets.
The inability to make comparisons of total video analysis
scores pre- and posttraining due to the low task comple-
tion rate on the pretraining assessment was a limitation in
our study. Although we have given the results of the
suturing phase score, this value is limited as it represents
only a portion of the task that is arguably less difficult than
knot tying. The low task completion rate was probably
because the task is a fairly difficult one for novices and
task performance time was limited to 5 minutes. Time was
capped based on the expectation that all students would
be able to complete the task in the posttraining assess-
ment after sufficient training. We felt that it was important
not to allow the initial assessment to constitute a training
opportunity by allowing essentially unlimited time to
complete the task. Though a truncated task completion
time may seem problematic, we successfully demon-
strated a significant improvement in task completion rate
and task completion time during the posttraining assess-
ment.
Several prior studies have compared the effectiveness of
videoscopic and VR trainers. These have made recom-
mendations that both systems are effective in improving
skills,10 that there may be training value to concurrent use
Table 3.
Virtual Reality (VR) versus Computer Enhanced Videoscopic (CE) Training Group: Survey of End-of-Study Participant Perceptions
VR Training Group CE Training Group P Value
Importance of haptic feedback in simulators 75% 100% 0.4667
Effective Teaching Tool 75% 100% 0.4667
Improved Psychomotor Skills 88% 100% 1.0000
Improved Post-training Performance 75% 100% 0.4667
Improved Post-training Comfort with Task 88% 100% 1.0000
Simulates Reality 38% 100% 0.0256
*Data expressed as percentage of users who rated their simulator “Effective” or “Very Effective.”
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tage.12,13 The application of performance objectives in our
study allowed us, to a great extent, to ensure that desired
performance benchmarks on the 2 system types were
comparable. Under these circumstances, although a mi-
nority of participants (comparable proportions on the 2
systems) did not achieve these objectives, we have dem-
onstrated that comparable levels of performance improve-
ment can be achieved with trainers that are fundamentally
different in the experience provided to users.
Although performance results were similar, we have
found in our experience that VR trainers offer some prac-
tical advantages over videoscopic and CE trainers. These
pertain to automated performance metrics that can be
easily retrieved and examined, but more importantly, are
obtained under very standardized conditions. During self-
directed practice, even with the performance measures
available with a sophisticated system such as ProMIS (CE
trainer), it is impossible to comment on what actually
occurred during training unless video recordings are ex-
amined. Because VR tasks are, for the most part, rules-
based, performance measures reflect achievement of steps
specifically defined in the simulator software. Although
this facilitates standardization, software-dependent tasks
can be less free-form compared with videoscopic and CE
trainers, and such constraints can be viewed as a disad-
vantage.
Both VR and CE training devices are roughly equivalent in
price ($35,000 to $50,000), and the number of facilitator
hours for training on the respective systems was also
approximately the same (despite the small difference in
“time to reach proficiency” between the systems). Hence,
there does not appear to be an advantage that would steer
a program director to one or the other of these systems.
However, it is important to note that VR trainers may
prove to be more cost-effective when compared with
videoscopic trainers (computer-enhanced, or not) due to
considerations that enter the usage picture that might
influence the quality of the training experience during
self-directed practice. These include automation in the
course of uniform task setup, consistent qualitative per-
formance metrics, and mentoring cues in more advanced
systems. These features allow more effective self-directed
practice in VR, and might necessitate the use of a facilita-
tor with all associated costs to achieve a similar effect on
a videoscopic (or CE) trainer. Our study was not designed
to analyze the cost-benefit ratio of individual systems, but
we believe it is an important question that ought to be
addressed in our future work.
The absence of haptic feedback features on the VR system
we used permitted some information to be gleaned on the
value of these characteristics in this type of training. The
presence of “haptic cues,” defined as “sense of touch” or
tactile characteristics associated with interactions between
physical objects, may have contributed to the higher per-
ceived level of realism associated with the CE trainer. The
end-of-study survey results for the 2 systems were com-
parable, except that CE trainees were more likely to feel
that their system simulated reality effectively compared
with VR trainees. Because subjects performed pre- and
posttests with real laparoscopic instruments in live por-
cine models, they were able to compare their simulation
training experience with “reality,” despite the fact that
laparoscopic surgical exposure was limited. Our results
are supported by other studies comparing videoscopic
trainers and nonhaptic VR trainers.12,14,15 We hypothesize
that this is due to both realism and familiarity issues that
do not necessarily result in a degraded training experi-
ence. Although the ability to appreciate tactile features of
objects with which a surgeon interacts may be perceived
as an essential component of learning, there is no com-
pelling evidence to show that it is necessary for the types
of skills acquisition we have studied. Despite a clear
perception among the participants, irrespective of the
training platform used, that haptic features are important
in a simulator, the performance results of our study do not
substantiate this belief. Because VR trainers at an approx-
imate price point less than $80,000 do not feature haptic
user interfaces, this finding is an important one, irrespec-
tive of any preconceived beliefs. Considerable develop-
ment efforts are required to achieve believable force feed-
back interactions, and newer generation high-fidelity VR
simulators that offer this feature are quite expensive.6 It
may be that this higher level of fidelity will be shown to be
important for full procedural simulations, but for basic
manipulative skills training, the haptic component of fi-
delity appears to be dispensable. The newest full haptic
VR trainers may offer force feedback interactions of suffi-
ciently high quality to permit a comparison of training
effectiveness with nonhaptic VR systems to be made using
identical software platforms. This would remove the vari-
able of fundamentally different operating environments
from the comparison.
CONCLUSION
Based on this study’s data, we conclude that novice sur-
gical trainees can acquire complex laparoscopic skills us-
ing fundamentally different simulation systems provided
that training is objectives based and ample opportunities
JSLS (2008)12:219–226 225are given to achieve these objectives. However, it is not
possible to recommend one simulator type over another.
Given the devices that are currently available, it is our
belief that expected performance outcomes are more
tightly linked to the quality of training and to the clinical
assessment methodology, than to the specific features of
the simulator. Although the assumption that haptic feed-
back is important for simulator fidelity may be support-
able, it appears that use of a VR system with a nonhaptic
user interface permits very similar training results to that
achieved with a CE system that allows interaction with real
physical objects. Based on our use of these 2 systems, we
feel that either can be used in a formative training pro-
gram with the expectation of a good training effect. The
results of future use in routine training activities should
provide additional opportunities to confirm the achieve-
ment of training goals with virtual reality and hybrid,
computer-enhanced training platforms.
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